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cancer or other uses is an electrically
powered device with a detector that is
intended to measure, without touching
the patient’s skin, the self-emanating
infrared radiation that reveals the
temperature variations of the surface
of the body. This generic type of device
may include signal analysis and dis-
play equipment, patient and equipment
supports, component parts, and acces-
sories.

(2) Classification. Class III.

(3) Date PMA or notice of completion of
a PDP is required. As of the enactment
date of the amendments, May 28, 1976,
an approval under section 515 of the act
is required before the device described
in paragraph (b)(1) may be commer-
cially distributed. See §884.3.

[63 FR 1566, Jan. 20, 1988, as amended at 55
FR 48440, Nov. 20, 1990; 66 FR 46953, Sept. 10,
2001]

§884.2982 Liquid
graphic system.

(a) A nonelectrically powered or an AC-
powered liquid crystal thermographic sys-
tem intended for adjunctive use in diag-
nostic screening for detection of breast
cancer or other uses—(1) Identification. A
nonelectrically powered or an AC-pow-
ered liquid crystal thermographic sys-
tem intended for use as an adjunct to
physical palpation or mammography in
diagnostic screening for detection of
breast cancer or other uses is a non-
electrically powered or an AC-powered
device applied to the skin that displays
the color patterns of heat sensitive
cholesteric liquid crystals that respond
to temperature variations of the sur-
face of the body. This generic type of
device may include patient and equip-
ment supports, a means to ensure ther-
mal contact between the patient’s skin
and the liquid crystals, component
parts, and accessories.

(2) Classification. Class I (general con-
trols).

(b) A nonelectrically powered or an AC-
powered liquid crystal thermographic sys-
tem intended for use alome in diagnostic
screening for detection of breast cancer
or other uses—(1) Identification. A non-
electrically powered or an AC-powered
liquid crystal thermographic system
intended for use as the sole diagnostic
screening tool for detection of breast
cancer or other uses is a nonelec-

crystal thermo-

§884.3575

trically powered or an AC-powered de-
vice applied to the skin that displays
the color patterns of heat sensitive
cholesteric liquid crystals that respond
to temperature variations of the sur-
face of the body. This generic type of
device may include image display and
recording equipment, patient and
equipment supports, a means to ensure
thermal contact between the patient’s
skin and the liquid crystals, compo-
nent parts, and accessories.

(2) Classification. Class III.

(3) Date PMA or notice of completion of
a PDP is required. As of the enactment
date of the amendments, May 28, 1976,
an approval under section 515 of the act
is required before the device described
in paragraph (b)(1) may be commer-
cially distributed. See §884.3.

[63 FR 1566, Jan. 20, 1988, as amended at 55
FR 48441, Nov. 20, 1990; 66 FR 46953, Sept. 10,
2001]

§884.2990 Breast lesion documentation
system.

(a) Identification. A breast lesion doc-
umentation system is a device for use
in producing a surface map of the
breast as an aid to document palpable
breast lesions identified during a clin-
ical breast examination.

(b) Classification. Class II (special
controls). The special control is FDA’s
guidance entitled ‘‘Class II Special
Controls Guidance Document: Breast
Lesion Documentation System.” See
§884.1(e) for the availability of this
guidance document.

[68 FR 44415, Aug. 27, 2003]

Subpart D—Obstetrical and
Gynecological Prosthetic Devices

§884.3200 Cervical drain.

(a) Identification. A cervical drain is a
device designed to provide an exit
channel for draining discharge from
the cervix after pelvic surgery.

(b) Classification. Class II (perform-
ance standards).

§884.3575 Vaginal pessary.

(a) Identification. A vaginal pessary is
a removable structure placed in the va-
gina to support the pelvic organs and is
used to treat conditions such as uter-
ine prolapse (falling down of uterus),
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